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ocument  is  an  instructive  guide  describing  a  small  lightweight  battery- 
operated  tape  recording  system  for  gathering  data  on  shipping  and  storage  temperature 
and  humidity  conditions  within  containers. 

*  specialized  magnetic  tape  recorder  is  used  with  resistive  temperature  and 
humidity  sensors  to  generate  hourly  outputs  that  are  magnetically  stored  in  two  tracks 
of  1/4-inch  (6.35-mm)  recording  tape  by  means  of  a  four-channel  recording  head.  A 
third  track  is  used  for  recording  time  reference  marks,  and  the  fourth  track  is  avail¬ 
able  for  recording  other  information. 

A  separate  playback  deck  with  meanti  of  monitoring  the  playback  signal  is  used 
for  retrieval  of  cats.  Peak  amplitudes  of  playback  pulses  are  proportional  to  the 
recorded  temperature  and  humidity  values. 

The  system  is  prepared  for  shipment:  by  electrically  coupling  a  power  source 
and  the  sensors  to  the  recordtr  end  then  packing  the  complete  system  within  a  shipping 
carton  of  dimensions  sufficient  to  allow  adequate  cushioning  of  the  recorder.  A 
thorough  checkout  of  recorder  functions  should  be  conducted  before  shipment  to  insure 
reliable  readings.  Response  to  known  inputs  should  be  included  in  the  checkout.  A 
calibration  schedule  of  known  temperature  and  humidity  conditions  preceding  and  follow 
ing  system  shipment  is  recommended  to  provide  a  "same  reel"  reference  for  in-transit 
recordings. 

Many  recorder  malfunctions  may  be  corrected  by  the  user  with  troubleshooting 
and  repair  procedures  outlined  herein.  Recording  range  and  slope  can  be  easily 
adjusted  by  the  user. 
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Materials  handling 


2ht  oriel oal  1  instigation  that  olted  In  the  Tempo reture/Humidity 
8tatlc  Load  (T/h/(l))  recording  system  were  conducted  under  Contract  1*19- 
129-^H-2O02  (OX  6150)  by  the  Shock  and  Vibration  DIvIbIoo  of  Nitron  Re- 
•earch  and  Dtvelopeent  Corporation  with  Hr.  Maurice  Gertel  as  Principal 
Investigator  and  Mr.  Edrid  Franklin  as  Project  Engineer. 

Project  Officer  and  Alternate  Project  Officer  for  the  U. . 8,  A  mgr 
■stick  laboratories  were  Mr.  Matthew  A.  Venetos  and  Mr.  Denis  J.  O'Sullivan, 
both  formerly  of  the  Engineering  Sciences  Division  of  the  General  Equip¬ 
ment  and  ffcckaglng  Laboratory. 

This  contract  was  originally  funded  under  Project  7X91-03-015  and 
later  transferred  to  Project  1M643324D587. 

Static  compressive  load  measuring  concepts  were  developed  by  the 
Anatole  J.  81pln  Company  under  Contract  DAAOI7-67-C-OI68,  with  Anatole  J. 
81nln  as  Principal  Investigator. 

Subsequent  Investigations  funded  under  Project  U662708D552  were  con¬ 
ducted  by  the  Engineering  Sciences  Division,  General  Equipment  and  Packa¬ 
ging  Ie’ /Oratory,  to  develop  the  described  T/H/(L)  recording  system  con¬ 
figuration. 
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TOT  TBMPSRATI  ill/HIMIDITT  RBCXK.  ING  SYSTOi 
A  USB' 8  QUIDS 


i#  amtal  laisaalisn 
».  latealBsUgB 

This  manual  describes  an  environmental  recording  system  for 
instruMBting  shipping  containers.  Tha  recording  device  ia  a  1/4-inch 
(8. 35  am),  four-channel  aagnetic  tape  unit  similar  to  that  described  in 
"The  Drop  Height  according  System  -  A  User ’a  Guide",  TR  72-72-GP. 
Temperature  and  hualdlty  senaora,  a  battery  pack,  nnd  the  necessary 
packing  material  complete  the  ay  it  t  am.  Ota  two  of  the  channels  hiAirly 
readings  of  both  the  te^porature  and  the  hualdlty  lr>slde  the  package, 
over  the  ranges  -40%  to  65°C  and  10%  RH  to  99%  RH,  can  be  taken  for 
periods  up  to  six  months.  Timing  narks  are  recorded  once  each  hour  on 
another  channel  to  provide  a  tine  reference  and  an  additional  channel  is 
available  for  tha  hourly  recording  of  other  data  such  as  the  static 
compressive  load  on  a  package  (see  section  5).  The  recorder’s  tape 
contains  an  environmental  history  of  the  package  upon  completion  of  a 
shipment. 

This  reoordlng  systmi  mas  developed  t*#  obtain  reliable  information 
on  conditions  within  military  shipping  containers  during  shipment  and 
storage.  Temperature  and  humidity  records  for  various  routes  and  modes 
of  transportation  and  under  many  storage  conditions  can  be  taken. 
Salinates  of  maximum,  minimum,  and  average  temperatures  and  humidities 
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can  be  made.  Determinations  of  protection  required  or  the  risk  involved 
can  be  found. 

This  guide  was  written  to  provide  users  of  this  system  with  the 
information  necessary  to  most  efficiently  utilize  the  data  gathering 
capabilities  of  this  instrumentation.  Step  by  step  procedures  for 
preparation,  checkout,  and  calibration  are  included.  Readout  techniques 
and  system  optimization  are  also  described.  A  detailed  theory  of 
operation,  schematics  of  all  electronic  circuit*,  and  troubleshooting 
procedures  enable  the  user  tc  correct  system  malfunctions.  This  guide 
can  educate  thoiie  unfamiliar  with  the  system  and  can  serve  as  a 
reference  to  those  more  experienced. 


b.  Specifications: 


Dimensions 

Size  in  cm 

Weight  in  kg 

( inches) 

Clb) 

Recorder  Only: 

10 

X 

16.5  x 

11.7 

3.15 

<7  1/2 

X 

6  1/2  x 

4  5/8) 

(  7) 

Battery  Pack: 

19 

X 

13  x 

7 

2.70 

(7  1/2 

X 

5  1/8  x 

2  3/4) 

(  6) 

System : 

23.7 

X 

30.6 

41.2 

8.10 

(0  3/8 

X 

12  1/4  x 

16  1/4) 

(18) 

Recording  Medium:  1/4-lnch  (6.35-mm)  magnetic  Instrumentation 

tape,  1.0  to  1.5  mil,  Ampex  738  or  748 


Tape  Capacity: 


Mode  of  Recording: 


30  m  (100  ft),  1.0  mil; 

21  m  (  70  ft),  1.5  mil 

(maximum  of  two  years  supply) 

Stationary,  no  bias,  1.6  mm  (1/16  inch) 
step  after  recording 


Recording  Head: 


Nortronics  56”(, 


Recording  Channels:  Four:  Terqpsrature ,  humidity,  timu,  and 

spare  (static  load) 

Maximum  Unattended  Six  months 

Operation  (battery 
life  limitation) : 


Measurement  Ranges: 
Accuracy ; 


TgiPtrfttur?  Hupldlty 


-40°C  to  65°C 
+  3°C 


10%  RH  to  05%  RH 
±  10%  RH 


Fragility : 

tower  Requirements: 

Sensor  Connector: 


250  g 

+45V,  +15V,  +1.32V 
Amphenol  126-218 


Power  Connector: 


Amphenol  126-108 


'-•  .SJatem  ^omponen^p; 

(1)  Ss£0l4s£.  The  wi)  recording  urn,  (Figure  n  u  .  8pecU1 

battery  operated  magnetic  tap.  deck  upon  which  l.  mooted  co-ax, al  .apply 

and  take-up  reel.,  the  recording  head,  .topping  motor,  hatter!..,  timer, 

and  petted  electronic  ae.emblle.  lor  controlling,  .topping  and  recording. 

(See  Appendix  »,  Flgire  Dl.,  Thl.  a..e„bl,  lB  l„clo8ed  ln  .protective 
aluminum  box. 

The  tl»er  1.  an  Accatron  device  which  ha.  a  contact  clear,  once 

each  hoe.  (An  additional  net  o,  contact,  i.  .vali.hle  t„r  a  6-hoe 

option.)  Contact  closure  triggers  time  nili. 

ggers  time  pulse  recording,  tape  advance* 

nent,  and  a  «-.eco„d  tine  delay.  Tap.  adjacent  1.  accomplished  hy 

pulsing  a  Ledex  No.  216020-020  rotey  .topping  motor  to  (ape 

reel..  At  the  co„clu.lo„  ot  the  time  delay  ,  univibrator  1.  triggered 
causing  recording  on  motionless  magnetic  tape. 

(2)  SgaWCfl.  The  temperature  sensor  (Figure  2)  is  a  network 
consisting  ot  two  peal!.,  therml.tor-re.l.tor  combination.  in  ..rle.. 

The  thermistor,  ee  Yello.  Spring  In.iram.nt.  ,44001  (100  ohm,  and  ,44006 
<3, COO  ohm,  and  the  re.l.tlve  element,  are  1,000  ohm.  each.  The 

therml.tlve  element,  are  encapsulated  in  Stycaat  re.ln  lor  protection. 

The  time  constant  for  these  aiM,..,.  .  , 

r  tnese  elements  in  free  air  is  10  seconds  and  the 

dissipation  factor  is  l  tu, 

is  l  mw/«C.  This  sensor  is  used  as  one  arm  of  a 

•heaftone  bridge  aero.,  which  1.  i,.pre.,ed  at  record  time  a  regulated 

voltage  pal...  The  „„,p„t  ,h.  bridge  1.  led  to  ,he  recard,n([  ^ 
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Figure  1.  Recording  Unit. 


■  UWtV!.<IWU!M>VI.'«  '*■“  ‘WlP-^lffWny 

,  Wfm»g^>wjw"^«ij< wwwwwwawwa.*  iwmw  seiSUHWCTMWBail} 


r> 


The  himddlty  sensor  (Figure  2)  is  a  processed  plastic  wafer 
which  has  an  electrically  conducting  surface  layer  that  is  integral  with 
the  nonconducting  substrate.  The  surface  resistivity  exlMts  a 
logarithaio  decrease  with  Increasing  B.H.  The  sensor  is  a  Phys  -Chsmloal 
PCRC-ll  and  has  a  temperature  range  of  -50°C  to  93°C  and  a  temperature 
coefficient  of  G.2%  R.H./°C.  The  univibrator  pulse  is  fed  through  this 
sensor  and  a  string  of  diodes  in  oerlos  with  the  sensor.  The  voltage 
across  the  diodes  is  picked  off,  amplified,  and  fed  to  the  recording 
head.  The  diodes  have  the  effect  of  straightening  out  the  overall 
characteristic  so  that  the  recorded  signal  is  near  linear  with  R.H. 

(3)  Batteries.  Alkaline  cells  are  used  where  possible  to 
achieve  operation  over  as  wide  a  temperature  range  as  can  be  obtained 
with  cosnonly  available  energy  sources. 

The  prinary  power  supply  needed  by  this  system  is  a  +43- volt 
battery.  A  +la-volt  source  is  also  needed  to  supply  the  uni vibrator 
pulsing  circuit.  Union  Carbide  can  supply  an  alkaline  power  pack  Y1520 
which  has  45-volt  and  1.5-volt  sections.  These  nay  be  used  in  series  to 
yield  a  +47. 5-volt  battery  for  increased  capacity  (life).  Two  7.5-volt 
alkaline  rechargeable  No.  560  batteries  nay  be  used  in  series  for  the 
+15-volt  source.  These  batteries  (Figure  3a)  may  bs»  combined  in  a  single 
battery  pack  (Figure  3b)  (See  Section  2b). 

The  power  cell  for  the  Aooutron  timer  is  a  1.32-volt  mercury  cell 
commonly  used  to  power  the  Bui ova  Aeoutron  No.  214  electric  watch  and 
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Mgr  be  obtained  at  most  Jew; lers.  This  call,  however,  cannot  be  counted 
upon  to  power  the  timer  reliably  below  -25°C.  External  alkaline  power 
Mgr  be  uaed  for  tlaer  operation  below  this  temperature.  Alkaline  cells 
Mgr  be  used  down  to  -45°C. 

00  fttckaxlns.  A  protective  frame  as  Is  used  In  the  drop  height 
recording  system  can  be  used  but  seems  unnecessary  if  the  recorder  Is 
adequately  protected  by  cushioning. 

The  recoasended  cushioning  medium  Is  a  minimum  of  5  cm  (2  Inches) 
of  low  density  32kg (2#/Ft3  )  polyester  polyurethane  foam.  The  re¬ 
silience  of  this  form  Is  essentially  constant  over  the  temperature  range 
of  -30°C  to  +65°C.  At  -45°C  the  foam  Is  approximately  three  times  as 
rigid  as  at  -30°C  and,  therefore,  a  greater  cushioning  thickness  Is  rec¬ 
ommended  for  expected  exposure  to  this  temperature.  The  optimum  static 
stress  level  for  urethane  foam  Is  1.05  to  3.5  x  103  wton/metre2.  If 
the  recorder  Is  cushioned  In  a  number  2-1/2  can  case  without  the  use  of 
load  spreaders,  the  resulting  static  stress  Is  In  this  range,  and  satis¬ 
factory  peak  decelerations  result.  The  use  of  other  shipping  containers 
and  various  cushioning  thicknesses  may  require  the  use  of  load  spreaders. 
User  experience  Is  the  best  guide  on  this  point. 

(5)  Magnetic  Tape.  A  high  quality  black  oxide  polyester  (sylar) 
l/k-inch  (6.3-m)  Instrumentation  tape  Is  recommended  for  use  with  this  re¬ 
corder.  Thpe  with  a  1.0 -mil  backing  will  allow  a  30-metre  ( 100-foot )  load 
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on  the  recorder  supply  reel.  Tape  with  1.5 nail  ber^ng  will  provide 
for  more  reliable  operation  because  it  is  leba  ovbject  to  damage 
(wrinkling,  stretching,  etc,);  however,  only  21  metres  (70  feet)  of  it 
can  be  loaded  on  the  recorder. 

(6)  Playback  lr.stra>entation.  The  following  equipment  (see 
Appendix  A)  is  required  to  retrieve  information  recorded  on  tapes  used 
by  this  system: 

(a)  A  quality  tape  deck  with  a  constant  playback  speed  and  a 
four-channel  playback  head  similar  to  the  recording  head.  A  playback 
spoed  of  1-7/8-ln/sec  (4.67  cm/sec)  has  successfully  been  used  but  a 
somewhat  higher  speed  |up  to  9"/sec  (22.86  cm/sec^  may  Improve  the  S/N 
ratio. 

(b)  Low  noise  amplification  sufficient  to  drive  display  devices. 

(c)  A  high  speed  display  and  storage  device  such  as  a  recording 
oscillograph  or  storage  oscilloscope.  Print-out  instrumentation  such 

as  described  in  Appendix  A2  could  alternatively  be  used. 

d*  Theory  st. sygtgm  opera U<?n. 

Qice  each  hour,  a  time  mark  is  recorded,  and  the  tape  is  advanced 
1.6  mm  (see  Figure  4).  Signals  proportional  to  the  temperature  and 
humidity  of  the  surroundings  are  recorded  on  other  tracks  of  the  tape 
approximately  45  seconds  after  each  time  mark  recording. 

When  the  timer  contacts  (1)  close,  the  time  delay  (2)  is  activated, 
producing  two  simultaneous  outputs  lasting  approximately  45  seconds,  tao 
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output  is  a  step  from  ground  potential  to  +45  volts  and  is  used  to 
generate  a  time  mark  on  the  recording  tape  (4)  and  to  activate  the 
stepping  motor  (3)  circuitry  for  advancing  the  tape  1.6  mm  by  using 
the  initial  positive  change  to  trigger  an  SCR.  The  other  output  is  a 
step  from  +45  volts  to  ground  potential  and  is  used  to  activate  the  uni¬ 
vibrator  supply  (5)  for  the  sensing  circuits  by  employing  the  trailing 
(the  return  to  +45  volts)  edge  as  a  trigger,  lhe  output  of  this  circuit 
is  a  lOC-maec,  +15-volt  pule*,  which  supplies  the  temperature  (6)  and 
humidity  (7)  sensing  circuits.  Each  sensing  circuit  uses  the  supplied 
pulse  to  yield  an  output  related  to  the  impedance  level  of  its  associated 
sensor.  Sensors  used  with  this  system  are  impedance  devices  that  vary 
predictably  with  the  factor  being  measured.  Sensing  circuit  outputs 
are  fed  through  the  recording  head  (8)  and  thus  recorded  on  magnetic  tape 
(4).  The  45-second  time  delay  is  necessary  to  prevent,  extraneous 
triggering  of  the  tape  advance  circuitry  and  uni vibrator  during  the  time 
of  timer  contact  closure  (30  seconds  duration). 

Detailed  operation,  schematics,  and  component  functions  may  be 
found  in  Appendices  C,  D,  and  E. 
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The  following  Motions  (2  and  3)  contain  detailed  descriptions 
of  systm  preparation,  check-out,  and  calibration.  Prior  to  initial 
shi pisnt  use,  all  of  these  procedures  should  be  followed.  For  subsequent 
shipments,  less  preparation  will  be  necessary  and  check-out  procedu  -es  nay 
be  abbreviated;  however,  the  calibration  procedure  should  remain  intact. 

A  systm  that  has  been  correctly  prepared  and  has  passed  the 
checks  outlined  in  Sections  2  and  3  nay  be  used  for  shipment.  The  system 
nay  be  sent  out  after  the  recorder  is  loaded  with  tape  (Section  2g)  and 
packaged  (Figure  9),  and  an  initial  calibration  series  is  made  (Section  3), 
At  the  conclusion  of  a  shipment,  a  second  calibration  series  is 


reccsssanded.  The  tape  may  then  be  r moved  from  the  recorder  and  played 


back  into  a  suitable  display  device  (Appendix  A), 


a.  Tl—r  QlftCK  (Appendix  D,  Figure  Dl,  Itm  11) 

(1)  Remove  eight  screws  holding  timer  case  and  advance  electronics 


(2)  Remove  timer  from  case. 

(3)  Check  for  movement  of  seoond  hand  or  characteristic  hum  of 
Accutron  mechanism  to  see  if  timer  is  running. 


(4)  If  not  running,  Jar  timer  by  shaking  or  slight  tapping. 
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(5)  If  still  not  running,  open  cell  compartment  on  rear  of  timer 
by  removing  screw-type  cover  and  remove  and  discard  old  cell,  if  any 

(6)  Insert  fresh  cell  as  indicated. 

(7)  Start  by  slight  shaking  or  tapping  of  timer. 

(8)  Replace  jover ,  timer,  cushioning  case,  eight  screws, 
b.  Battery  Pack  and  Cable  Preparation 

A  battery  pack  may  be  faorlcated  by  Inclosing  the  two  series- 
connected  560  batteries  and  the  Y  1520  battery  together  in  a  fibei  board 
wrap  to  form  a  rectangular  pack  (See  Figure  3).  A  three- conductor 
power  ''able  about  two  feet  in  length  should  come  out  of  the  pack  with 
conductors  connected  internally  to  the  +*7. 5-volt  point,  the  +15-volt 
point  and  the  common  (low  side  of  both  voltage  sources  connected 
together). 

The  recorder  end  of  the  power  cable  requires  the  following 
connections  to  Amphenol  7-pin  connector  No.  126-195  (Figure  6,  power 
connector): 

TABLE  X.  BATTERY  CABLE  CONNECTIONS 


Pin 

Connection 

A* 

+7.5  V 

B 

+45  V  or  +  47.5  V 

C 

Cowon 

D 

_ +IJLV _ 

♦Only  used  if  static  load  circuitry  is  included 
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Figure  6.  Cable  Connectors 


The  humidity  and  temperature  sensors  should  oe  connected 
to  the  rensor  connector  by  means  of  2-  and  3-conductor  cables, 
respectively,  rhout  four  feet  long.  The  following  connections 
should  be  made  to  Ampnenol  5-pin  connector  No.  126-217  (Figure  6, 
sensor  connector) : 


TABLE  II.  SENSOR  CABLE  CONNECTIONS 

Pin  Connection 


d.  Reel  Advance  and  Timer  Circuit 


(1)  Advance  Motor  Circuit  Check 

(a>  Momentarily  short  terminal  No.  23*  to  ground  (nearby 
mounting  screw,  recorder  case,  or  terminal  No.  7).  Caution:  Avoid 
electrical  contact  with  any  terminal  other  than  that  specified  in  con¬ 
ducting  this  or  any  of  the  following  procedures. 

(b)  If  digimotor  steps  tape  reels  aid  recycles  within  two 
seconds  (approximately)  if  short  is  maintained,  go  to  step  (2),  Timing 
Circuit  Check. 

(c)  Otherwise  go  to  troubleshooting  procedure  1,  Table  V. 

(2)  Timing  Circuit  Check 

(a)  Temporarily  remove  time  delay  lead  from  point  il  on  the 
terminal  board.  Short  terminal  No,  13  to  terminal  No.  11  for  a  period 

of  one  to  three  seconds  and  remove. 

(b)  If  digimotor  indexes  upon  removal  of  short  and  will  do 
so  again  if  the  procedura  is  repeated  after  a  wait  of  at  least  10  seconds, 
go  to  e,  Time  Delay  and  Uni vibrator  Check. 

(c)  Otherwise  go  to  troubleshooting  procedure  2,  Table  V. 
e.  Time  Delay  and  Uni vibrator  Check 

(1)  Reconnect  time  delay  lead  to  terminal  No.  11  and  proceed  As 

follows: 

(a)  Short  terminal  No.  13  to  14  for  one  to  three  seconds. 

(b)  If  digimotor  steps  tape  reels,  go  to  step  2. 

"Terminal  numbers  in  Sections  d,  e,  and  f  refer  to  Figure  7. 
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Figure  7.  Terminal  Board 


(o)  Otherwise  go  to  troubleshooting  procedure  3,  Table  V. 

(2)  Repeat  step  e(l)  while  monitoring  point  10  with  a  d.c. 
voltmeter  or  oscilloscope. 

(a)  If  point  10  initially  goes  from  V+  (+45  volts)  to 
ground,  remains  at  ground  potential  for  about  45  seconds,  and  then 
returns  to  V+,  go  to  step  e(3).  (See  Figure  8cu> 

(b)  Otherwise  go  to  troubleshooting  procedure  4,  Table  V. 

(3)  Repeat  step  e(l)  while  monitoring  point  19  with  an 
oscilloscope. 

(a)  If  a  100-msec  10-to  15-volt  pulse  appears  at  19  after 
about  45  seconds,  go  to  f,  Temperature  and  Humidity  Function  and  Range. 
(See  Figure  (tb. ) 

(b)  Otherwise  go  to  troubleshooting  procedure  5,  Table  V. 
f.  Temperature  and  Humidity  Function  and  Ranee 

(1)  Check 

Disconnect  time  delay  lead  for  terminal  No.  10  on  terminal 
board.  Connect  a  normally  open  switch  between  terminal  No.  13  and 
terminal  No.  10.  Connect  temperature  and  humidity  sensors  to  the 
recorder  by  attaching  the  sensor  connector. 

(a)  Monitor  across  terminals  1  and  2  (temperature)  with  an 
oscilloscope,  and  Close  the  normally  open  switch  momentarily.  Upon  open¬ 
ing,  look  for  a  100-msec  rectangular  pulse  of  50  to  500  millivolts 
amplitude.  If  it  does  not  appear,  go  to  troubleshooting  procedure  6, 


Table  V 
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(b)  Monitor  across  tsmlnals  3  and  4  (humidity)  and  close 
switch  momentarily.  Upon  opening;  look  for  a  100msec  rectangular  pulse 
of  50  to  800  millivolts  amplitude.  If  it  does  not  appear,  go  to  trouble¬ 
shooting  procedure  7,  Table  V. 

Note:  Wait  at  least  one  minute  between  tests. 

(2)  Adjustment 

Disconnect  sensor  cable  connector.  Remove  Junper  between 
terminals  10  and  17.  Make  sure  time  delay  lead  is  removed  from  terminal 
No.  10.  As  with  the  check  above,  a  normally  open  manual  switch  should 
be  connected  between  terminals  13  and  10. 

(a)  Temperature  Adjustment.  Connect  terminal  No.  10  to  ter¬ 
minal  No.  15.  Close  the  normally  open  switch  between  13  and  10.  Open 
the  switch  while  monitoring  across  terminals  1  and  2.  If  no  signal 
appears,  adjust  R8  (Figure  9a)  until  switch  action  produces  a  signal 
(Figure  0b),  Record  the  amplitude  in  millivolts  of  the  resulting  pulse 
and  call  it  V^.  Disconnect  10  from  15  and  connect  10  to  16.  Close  the 
normally  open  switch  between  13  and  10.  Open  the  switch  while  monitor¬ 
ing  across  terminals  1  and  2.  Record  the  amplitude  in  millivolts  and  call 

it  V  .  Determine  the  value  of  correction  C  in  millivolts  from: 
u 

C  =  VH  -3VL 


If  C  is  positive,  increase  V  by  adjusting  potentiometer  R8  (Figure  0a). 

n 

Check  Vg  by  monitoring  across  1  and  2  while  closing  and  opening  the 
normally  open  switch.  Continue  to  adjust  R8  until  has  increased  by  C. 


./ 
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Figure  9b.  Head  Signal. 
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If  C  is  negative,  decrease  V  by  C  in  the  sane  manner. 

H 

The  gain  may  now  be  adjusted.  Adjust  potentiometer  R9 

(Figure  9a)  while  checking  V  ,  Set  V  equal  to  270  millivolts.  Now 

it  n 

check  V  by  switching  jumper  back  to  terminal  15.  If  V  is  other  than 

Is  Is 

90  millivolts  (approximately),  recalculate  C  and  readjust  R8  and  R9„ 

Continue  until  V.  a#  90  mv  and  V„  cat  270  mv. 

(b)  Humidity  Adjustment.  Connect  terminal  20  to  terminal 

21.  Close  the  normally  open  switch  between  terminals  13  and  10.  Open 

the  switch  while  monitoring  across  3  and  4.  If  no  signal  appears,  adjust 

potentiometer  Rll  until  a  signal  appears  (Figure  9b).  Record  the  pulse 

amplitude  in  millivolts  and  call  it  V  .  Disconnect  21  from  20  and  con- 

L 

nect  22  to  20.  Close  the  switch  between  terminals  13  and  10.  Open  the 
switch  while  monitoring  across  3  and  4.  Record  the  amplitude  in 
millivolts  and  call  it  V^.  Determine  the  value  of  correction  C  in 


millivolts  frcm: 


c  =  VH  -3~76VL 


If  C  is  positive,  Increase  Vg  by  adjusting  potentiometer  Rll  (Figure  9a). 
Check  Vjj  by  monitoring  across  3  and  4  while  closing  and  opening  the 
normally  open  switch.  Continue  to  adjust  Rll  until  VR  has  increased  by  C. 
If  C  is  negative,  decrease  Vg  by  C  in  the  same  manner. 

The  gain  may  now  be  adjusted  by  setting  R7  (Figure  9a)  while 
checking  Vg.  Set  VH  =  320  millivolts.  Now  check  by  switching  jumper 
back  to  terminal  21  and  triggering  the  record  pulse.  If  i.-*  .sore  than 
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10  Millivolts  diffsrsot  than  SO  U111„,„ 

luivolts,  rsoaloulate  C  «  rwl<1Ju.t 

and  87.  Continue  until  V  o< 

VL^  «8  nv  and  VH  ^  320  Bv. 

<c)  Reconnect  time  deimv  * 

U»  1««  to  tormlnal  10.  } 

19  MhH  I  7  n _ 

-"""‘““"•"U.MUO,  R-ov.  ieM. 

1’  -  1*  -  «  -  «  „„  ^  or  M> 


W"  rw^*rT*  *»*.«*"*?*  y 


g.  Recording  Tape  Considerations 
(1)  Tape  Premagnetization 

The  unipolar  nature  of  all  data  recorded  by  this  system  permits 
premagnetization  of  the  recording  tape  ts  the  saturation  level  in  the 
direction  opposite  that  of  data  recording  which  increases  the  dynamic 
recording  range  by  50%  (see  Appendix  A).  All  three  data  tracks  of  the 
tape  may  be  premagnetized  simultaneously.  A  tape  deck  equipped  with  a 
5651  or  5653  Nortronics  four*channel  head  and  a  slow  drive  speed  (3-3/4 
inches/sec  (9.5  cm/sec)  or  1-7/8  inches/sec  (4.76  cm/sec))  can  be  used 
in  conjunction  with  a  six-volt  d.c.  battery  or  power  supply.  Head 
terminal  leads  should  be  accessible  to  allow  direct  application  of  d.c. 
current.  Channels  should  be  connected  in  parallel  as  shown  in  Table  III 
and  supply  current  attenuated  to  a  level  of  9  ma  +  0.5  ma.  This  level 
can  be  precalculated  or  measured  with  a  d.c.  milliammeter  connected  in 
series. 


TABLE  III  Premagnetizatlon  Connections 


Color  of  Head  Lead 

Positive  Connection 

Negative  Connection 

1 

Red 

Black 

o 

Brown 

Orange 

4 

Blue 

White 

The  recording  tape  should  be  degaussed  with  a  bulk-type 

eraser  prior  to  premapietization.  It  is  suggested  that  a  full  7-inch 
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(17.88  m)  reel  should  be  preuagnetized  at  one  tine  to  create  a  ready 
supply,  eliminate  the  need  for  premagnetization  before  every  shipment 
and  to  insure  "same  reel'  repeatability  between  shipments  and  recorders. 
Premagnetized  reels  of  tape  should  be  labeled  as  such  and  Bhould  be  pro¬ 
tected  againsc  exposure  to  magnetic  fields  which  could  cause  accidental 
erasure.  The  top  track  of  the  tape  (track  corresponding  to  channel  #1) 
should  be  indicated  and  the  tape  should  be  wound  so  that,  looking  from 
the  top,  counter-clockwise  rotation  of  the  reel  will  unwind  the  tape. 

(2)  Tape  Loading  and  Unloading 

Prior  to  loading  the  tape,  the  tape  head  and  guides 
should  be  cleaned  with  a  commercial  tape  head  cleaner  or  isopropyl 
alcohol.  Head  alignment  should  be  checked  with  a  small  strip  of  tape 
for  paralleling  with  head  channels  and  centering  of  the  tape  on  the 
recording  area  of  the  head.  Adjust  if  misaligned. 

(a)  Remove  supply  reel  (bottom  reel)  and  take-up  reel 
(top  reel)  from  reel  retainers  (Appendix  Dl,  Item  4).  To  remove  reels, 
it  may  be  necessary  to  rotate  the  upper  reel  retainer  in  a  counter¬ 
clockwise  direction  against  the  spring  tension  until  upper  and  lower 
reel  retainers  are  aligned. 

(b)  Attach  premagnetized  magnetic  tape  to  supply  reel 
by  pressure-sensitive  tape  and  wind  onto  supply  reel  until  capacity  is 
reached  with  care  to  avoid  touching  the  dull  (oxide)  surface  of  the  tape. 
Make  sure  "up"  edge  of  the  tape  wi'.l  be  up  with  respect  to  recorder  deck 
when  loaded  on  the  recorder. 
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(c)  Demagnetize  tape  head  using  commercial  head 


demagnetizes 

(d)  Attach  free  end  of  tape  on  supply  reel  onto  the 
take-up  reel  with  pressure-sensitive  tape  and  wind  at  least  one  and 
one-half  convolutions  of  tape  around  the  take-up  reel. 

(e)  Leave  a  few  inches  of  slack  between  the  Bupply 

end  take-up  reels. 

(f)  Place  supply  reel  on  lower  reel  retainer  (alignment 
of  reel  retainers  may  be  necessary)  so  that  supply  will  be  clockwise. 

(g)  Thread  tape  around  guides  and  rollers  and  in 
front  of  the  tape  head  (Figure  10). 

(h)  Turn  upper  reel  retainer  at  least  one  complete 
turn  counterclockwise  against  spring  tension  and  hold. 

(i)  Remove  slack  from  tape  by  winding  onto  take-up 
reel  and  slip  take-up  reel  onto  upper  reel  retainer. 

(J)  Make  sure  both  supply  and  take-up  reels  are  fully 
seated  in  their  respective  retainers. 

(k)  Advance  the  tape  a  few  times  to  remove  slack  from 
the  system.  The  tape  should  now  be  loaded  as  in  Figure  10. 

(l)  To  remove  the  tape,  rotate  upper  retainer 
counterclockwise  until  take-up  reel  can  be  removed. 

(m)  Lift  take-up  reel  while  holding  reel  retainer 
until  reel  is  completely  free. 
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(n)  Reel  retainer  can  now  be  released  allowing  spring 

to  relax. 

(o)  Cut  tape  at  point  of  departure  from  take-up  reel. 

(p)  Tape  on  take-up  reel  can  now  be  transferred  to 
tape  deck  for  playback  and  analysis. 

b.  Recording  Function  Test 

(1)  Load  a  short  length  of  tape  on  the  recorder  (0.6  metre  to 
1.5  metre). 

(2)  Attach  a  switch  between  terminals  13  and  14. 

(3)  Disconnect  jumper  between  terminals  19  and  17.  Connect 
terminal  19  to  terminal  15.  Connect  terminal  20  to  terminal  21. 

(4)  Close  switch  for  one  to  three  seconds. 

(5)  Wait  90  seconds. 

(6)  Repeat  steps  4  and  5  four  times. 

(7)  Advance  tape  by  shorting  point  23  to  ground  ten  times. 

(8)  Remove  connections  between  19  and  15  and  between  20  and  21. 
Connect  terminal  19  to  terminal  16  and  terminal  20  to  22. 

(9)  Repeat  steps  4,  5,  and  6. 

(10)  Remove  and  play  back  tape. 

(11)  Check  data  channels  for  playback  as  in  Figure  11a. 

(12)  If  there  is  no  output  from  the  temperature  channel ,  go  to 
troubleshooting  procedure  8,  Table  V. 

(13)  If  there  is  no  output  form  the  humidity  channel,  go  to 
troubleshooting  procedure  9,  Table  V. 


(14)  Check  time  channel  for 


output  as  in  Figure  lib. 


(15)  If  there  is  no  output,  go  to  troubleshooting  procedure  10, 
Table  V. 

(10)  Oice  corrections  have  been  made,  repeat  above  procedures 
as  deemed  necessary. 

(17)  Return  jumper  between  10  and  17.  Remove  switch  between  13 
and  10.  Remove  leads  between  19  and  15  or  10  and  between  20  and  21  or  22 


This  procedure  requires  sub jesting  the  eye tern  to  a  aeries  of 
temperature  and  humidity  conditions  for  periods  of  twenty-four  hours 
for  each  condition.  The  number  and  value  of  temperature  and  humidity 
conditions  selected  will  be  determined  by  what  is  thought  to  be  re¬ 
quired  to  yield  adequate  calibration  curves  and  also  by  what  Is  avail¬ 
able  In  the  way  of  environmental  chambers.  Four  or  five  points  well 
scattered  between  -45°C  and  +6o°C  and  also  between  lo£  RH  and  1000  RH 
should  be  sufficient.  A  typical  schedule  Is  shown  below  for  guidance. 

TABLE  IV 

Typical  Calibration  Schedule 
(24  hours  at  each  condition) 


Condition 

Temperature 

l°c) 

Humidity 

(*RH) 

1 

-lfl 

unknown 

2 

0 

30 

3 

-1 

75 

4 

22 

50 

5 

36 

95 

6 

60 

10 

This  procedure  will  normally  take  about  a  week  to  finish, 
b.  Accelerated  Test 

A  faster  version  of  the  above  calibration  run  can  be  effected. 
A  normally  open  manual  switch  should  be  connected  across  the  timer 
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terminals  (point.  13  „„  14  on  th.  frnnn  „<mrd>.  e„.or,  ^ 

lett  .1  each  «  conditions  .t  lean  thro.  hour,  bofor.  riding.  ore 
to**.  Biding.  nr.  taken  by  olein,  th.  nomnll,  open  ..itch  for  . 
period  of  two  to  ten  ..condo  «„d  then  r.l«.lng.  A  group  of  ten  or  nor. 
reeding,  .hould  b.  taken  et  eeoh  ..t  of  condition..  A  on.-»ln„,.  wait  1. 
required  between  .uccee.lv.  clo.ure.  of  the  .witch. 

™*  procedure  will  normal,  take  !...  tlM1,  t„  ^ 

4*  Sklntmanc*  and  fluting 

a*  ik^tine  jhtntaMBgg 
(1)  Batteries 

The  40- volt  portion  of  the  power  peek  normniy  requlr. 
replacement  after  .1.  month.  of  «...  Th.  +i5  volt  .apply  .hould  he  choked 
alter  .1*  month..  I,  it  ha.  dLchm-ged  to  12  volt,  or  1...,  it  «»  he 
replaced  or  recharged  (...  Section  4b).  Th.  Aoeutron  power  c.11  nonni, 
will  operate  th.  timer  accurately  for  a  year  or  more. 

«hen  the  battery  cable  1.  dLconnected ,  th.  40-  and  tlo-volt 
batteries  are  re«,™d  from  reorder  circuitry  and  their  dl.ch.rge 
characteristic  become.  chat  of  a  hatfry  «  the  ”.h.lf".  thl.  caee, 
batten.,  may  go  up  to  two  year,  between  replacwu,.  For  replacemant 
procedures  He  Section  2,  Rmiord.  Pr.par.tlon  hi  Clnokout. 

(2)  Parts  Repair  and  Replacement 

More  and  after  .hlpwmt,  ch«*  for  damaged  wiring  or  part,. 
Repair  and  replace  as  required. 


rnw*  mWffiWSSSWWS 


Check  should  also  be  Bade  for  corrosion  of  recorder  parts* 
Removal  of  oxide  buildup  where  detected  Is  called  for  except  where 
excessive  buildup  may  require  replacement  of  parts. 

b.  Battery  Charging 

Charging  of  alkaline  secondary  batteries  requires  voltage  limited 
taper  current.  Check  with  battery  manufacturers  for  appropriate  charging 
equipment  and  procedures. 

c.  Troubleshooting  Procedures 

Before  any  of  the  below  procedures  are  undertaken,  check  for  the 
following  minimum  acceptable  voltages  with  respect  to  recorder  ground: 

+40  volts  at  terminal  board  point  5  and  +10  volts  at  terminal  board  point 
8.  If  any  of  these  voltages  are  not  available,  the  probable  cause  Is 
either  a  battery  or  wiring  problem,  possibly  at  the  connector.  Make 
sure  the  connectors  are  securely  mated. 

A  low  voltage  normally  Indicates  a  low  battery.  Disconnect  the 
battery  from  the  recorder  and  check  its  voltage;  if  it  is  still  low, 
replace  the  battery. 

No  voltage  indicates  an  open  or  short  in  the  wiring  or  connector. 
Disconnect  the  connector  and  check  wiring  with  a  resistance  meter  for 
continuity  and  shorts.  Repair  or  replace  any  wiring  or  connector  found 
faulty. 

If  neither  battery  nor  wiring  is  at  fault,  a  circuitry  problem 
is  indicated.  The  appropriate  circuit  should  be  investigated  for  shorts 
or  faulty  components  (check  transistors  first). 
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If  all  required  voltages  arc  available  to  the  recorder,  the 
procedures  listed  on  the  following  pages  may  be  used  to  locate  and 
eliminate  recorder  malfunctions*  Operation  and  voltage  checking  procedures 
will  require  power;  thu^  (  when  undertaking  suoh  procedures,  the  battery 
cable  must  be  connected  to  the  recorder. 

VRien  conducting  continuity  and  resistance  checks  or  when  making 
repairs,  power  must  be  rsmovod  from  the  recorder  by  disconnecting  the 
battery  cable  from  the  recorder  and  discharging  the  1000 jut  capacitor  (C2) 
through  a  resistor  (IK  or  larger). 

Repair  of  circuits  In  this  recorder  requires  removal  of  the 
potted  circuit  board  from  Its  potting  case  and  the  cutting  away  of  potting 
compound  around  the  defective  component,  desoldering  and  removal  of  the 
component,  replacement  and  resolderlng,  and  return  of  the  potted  board 
to  its  case.  The  cavity  left  In  the  potting  compound  may  be  filled  with 
fresh  compound* 


•Dow  Coming  8TLQAKD  lSk  was  used. 
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5.  Static  Lo  . ' 

a.  Description  of  System: 

The  fourth  channel  of  the  temperature /'naddity  recorder  can  be 
used  to  record  the  static  compressive  load  experienced  by  a  package. 

Using  BLH  C2M1  load  cells  incorporated  into  a  force  plate  load  sensing 
structure  and  operational  amplifier  signal  conditioning  circuitry,  this 
system  allows  recording  of  loads  in  the  0-  to  27,000  newtons  (8000-pound) 
range. 

Four  load  cells  are  located  within  vertical  struts  positioned  in 
the  corners  of  and  between  two  32. 5 -cm- square  2.5-cm-thick  aluminum  honey¬ 
comb  panels.  The  C2M1  load  cell  is  rated  at  9000  newtons  (2000  pounds) 
and  weighs  less  than  0.9  kg  s, o  that  four  cells  can  handle  up  to  35,000 
newtons  (8000  pounds)  and  have  a  total  weight  of  less  than  0.36  kg.  The 
structure  weight  including  load  cells  is  approximately  9.45  kg  (21  pounds), 
making  the  total  system  weigh  in  the  vicinity  of  15.8  kg  (35  pounds). 

The  minimum  system  dimensions  are  limited  by  the  size  of  the  load-sensing 
structure  and  are  approximately  19  x  33.8  x  33.6  cm  (7-1/2  x  13-1/4  x 
13-1/4  inches).  The  lo&l-sensing  member  itself  is  a  stainless  steel 
diaphragpn  to  which  compressive  load  is  applied  by  a  rubber  washer  from 
a  load  button.  A  concentric  diaphragm  strain  gage  bridge  is  bonded  to 
the  diaphrapn.  Each  leg  of  the  bridge  is  350  ohms.  The  load  cells  are 
connected  in  series  as  shown  below  and  electrically  mated  to  the  recorder 
via  a  flexible  cable  terminated  by  an  Amphenol  No.  126-217  5-pin  connector 
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(see  Figure  12).  An  additional  Amph»''ol  126-218  Bust  be  mounted  on 
the  recorder  case  to  mate  with  the  load  cell  cable. 


TABLE  VI.  Load  Call  Connections. 


Section  Id)  to  excite  the  load  cell  network  connected  in  the  feedback 
path  of  a  low-power  1C  operational  amplifier  (RCA  CA  3078AT).  An 
additional  amplifier  follows  to  boost  the  signal  level  up  to  record  level. 
Dual  power  is  supplied  to  the  amplifiers  by  tapping  off  +7.5  volts  from 
the  +15-volt  supply  as  a  reference  and  using  +15  and  recorder  common  as 
V+  and  V-.  The  +7. 5-volt  tap  should  be  run  to  terminal  A  of  the  battery 
connector  and  from  there  to  terminal  No.  11  on  the  recorder’s  terminal 
board.  The  differential  cutput  voltage  of  the  second  amplifier  (terminal  12) 
with  respect  to  terminal  11  is  used  for  recording.  As  is  the  case  with 
the  temperature  and  humidity  channels,  the  magnetic  tape  should  be 
prasugnetized  to  the  saturation  level  in  the  opposite  direction  from  data 
recording.  Adjustment  potentiometers  are  located  on  the  static  load 
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circuit  board  for  d„c.  offset  and  sipial  offset.  A  signal  offset  setting 
of  -50  mv  will  cause  the  overall  load/playback  characteristic  to  become 
near-linear  from  the  origin. 

b.  Theory  of  Operation: 

(1)  A  +15-volt  pulse  from  the  univibrator  is  fed  into  the  static 
load  circuit  (see  Figure  13). 

(2)  The  pulse  is  reduced  to  4.8  volts  by  zener  Z1  (referenced  to 
+7.5  volts  as  are  the  rest  of  the  static  load  circuit  signal  levels). 

(3)  The  4.8-volt  pulse  is  fed  across  balancing  resistors  R2A,  R2B, 
and  balancing  signal  from  potentiometer  Pi  is  fed  to  the  positive  input 
of  operational  amplifier  Al. 

(4)  The  pulse  is  simultaneously  fed  through  the  load  cell  strain 
gage  bridge  which  is  connected  so  that  its  output  is  across  the  feed¬ 
back  path  of  the  amplifier  Al. 

(5)  As  long  as  the  resistance  ration  of  the  balancing  leg  is  equal 
to  that  of  the  load  cell  leg,  no  output  appears.* 

(6)  If,  however,  these  ratios  are  not  equal,  an  output  occurs. 

Wien  this  imbalance  is  caused  by  compression  of  the  load  cells,  the 
output  is  directly  proportional  to  the  static  compressive  load. 

(7)  Any  output  of  Al  is  fed  on  to  inverting  amplifier  A2  which  has 
a  gain  of  about  25. 

(8)  Tho  output  of  A2  is  fed  through  K7  to  the  record  head. 

*d.c.  offset  must  be  nulled  by  the  100K  P2  potentiometer. 
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Prior  to  field  use  of  the  static  load  system,  the  following 


adjustment  procedure  should  be  undertaken  with  the  recorder  activated 
and  the  static  load  sensor  cable  connected.  Potentiometers  are  located 
on  the  static  load  circuit  board  (see  Figure  14). 

(1)  Adjust  the  d.c.  offset  by  monitoring  across  terminals  11  and 
12  and  turning  the  100K  potentiometer  adjustment  screw  until  the  output 
is  zero. 

(2)  Disconnect  the  tima  delay  lead  from  terminal  No.  10. 

(3)  To  generate  univibrator  pulses,  short  point  13  to  point  10. 

(4)  Adjust  the  IK  potentiometer  until  you  get  the  desired  pulse 
out  under  no-load  conditions.  A  -50  mv  pulse  with  respect  to  the  static 
load  reference  will  efficiently  linearize  the  overall  load/playback 
characteristic. 

(5)  Reconnect  time  delay  lead  to  terminal  No.  10. 

The  static  load  structure  will  fit  inside  a  fiberboard  container  with 
minimum  dimensions  of  19  cm  x  33*6  cm  x  33*6  cm.  flie  container 
should  be  constructed  so  that  all  of  the  load  on  the  package  is  borne 
by  the  static  load  sensing  structure.  The  recorder  should  be  prepared 
and  checked  out  as  in  Section  2,  above,  and  a  calibration  series  should 
be  run  prior  to  and  following  shipment.  The  system  may  be  calibrated 
by  subjecting  the  load  sensing  structure  to  a  series  of  load  levels 
usi-'g  a  compression  tester  such  as  a  Tinius  Olsen  Universal  Testing 
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LOAD  CELL  CONNECTOR 
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Static  Load  Schematic 


Maohlna  and  activating  tha  recording  circuitry  a  number  of  times  at  each 
level.  Obe-thousand-pound  (4460-newton)  Inc resent a  between  levels  from 

0  to  7000  pounds  (31,200  newtons)  with  tan  readings  at  each  level  should 
be  adequate. 

(hi  playback,  a  calibration  curve  can  be  drawn  from  calibration 
data  and  shipment  loads  determined  by  reference  to  the  curves 
d.  Troubleshooting 

Before  troubleshooting  the  static  load  circuit,  check  the  condition 
of  the  batteries  (Section  4.c.)  and  verify  tine  delay/uni vibrator  function 
(Section  2.e. ) .  Cauae-to-effect  reasoning  can  be  used  to  pinpoint 
circuit  faults  found  to  be  associated  with  the  static  load  circuit. 

Tracing  of  the  signal  from  input  to  the  point  where  its  appearance  departs 
from  normal  localizes  the  search.  Seme  of  the  more  probable  malfunctions 
are  tabulated  below. 


She** 

Remedy 

1.  No  output  .a. 

Open  on  static  load  board 

Eliminate  open. 

b. 

tiring  open 

Repair  wiring. 

c. 

1C  amplifier  failure 

Replace  amplifier 
(CA3078AT) . 

2.  Output  at  a. 

Open  in  load  cell  network 

Repair  wiring  or 

positive  or 

connector. 

negative  limit  b. 

Open  on  static  load  board 

Eliminate  open. 

c. 

Power  supply  open 

Repair  wiring  or 

connector. 
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flyptom 

3*  Output  too  high 
4.  Oscillation 


Probable  Causa 
4.8V  Zener  failure 
C2  open 


S.  Output  drifts 
excessively 


Poor  C2  connections 


Remedy 

Replace  Z1  (1N705). 
Repair  connections 
or  replace  C2 
(3000pF). 

Resolder  C2. 
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APPENDIX  A 


Data  Retrieval  TechnlaueB 

1.  Manual  Techniques 

The  playback  of  a  pulse  recorded  on  motionless  magnetic  tape  will 
appear  as  a  pulse  doublet  (Figure  Al)  on  a  display  device.  Tho  polarity 
and  peak  amplitude  of  the  doublet  prior  to  the  polarity  reversal  is 
related  to  the  polarity  and  peak  amplitude  of  the  original  signal. 

Provided  that  the  playback  instrumentation  is  not  changed,  similarly 
polarized  inputs  will  yield  similarly  p  ^arized  outputs  and  a  change  in 
input  polarity  will  cause  a  change  in  output  polarity. 

Shipment  information  tapes  should  be  played  back  on  a  suitable  four- 
channel  tape  deck  at  1-7/8  ips  (4.76  cm/sec)  and  amplified  sufficiently 
to  drive  a  display  device  for  visual  records.  A  four-channel  recording 
oscillograph  is  desirable  for  simultaneous  tracing  of  all  channels; 
however,  channels  may  be  traced  separately  and  then  related  to  one  another. 
If  calibration  series  have  been  run,  peak  amplitudes  of  pulse  doublets  in 
the  series  should  be  measured  and  average  values  calculated  for  groups 
of  equal  input.  A  calibration  curve  for  each  sensor  can  then  be  deter¬ 
mined  relating  playback  pulse  amplitude  to  environmental  factor.  Ship¬ 
ment  data  estimation  can  then  be  made  by  measurement  of  playback 
amplitude  of  shipeient  pulses  and  referral  to  the  calibration  curve  for 
the  corresponding  sensor.  The  timing  channel  record  provides  a  means  of 
determining  the  exact  hour  of  data  relative  to  the  start  of  the  shipment. 


Preceding  page  blank 


63 


Horizontal:  0.2  sec/riv  Vertical:  0.2  v/Div 
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Figure  A6. 
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APPENDIX  B 

Recording-Playback  Theory  and  Curves 

1.  Recording 

Recording  on  unbiased  motionless  magnetic  tape  results  In  a  magnet¬ 
ized  area  of  tape  approximately  the  size  and  shape  of  the  recording 
head  gap  for  each  Input  pulse.  The  amplitude  of  the  residual  magnetism 
on  that  area  after  removal  of  the  Input  is  a  nonlinear  function  of  peak 
input  current  provided  there  Is  no  polarity  reversal  of  Input  current 
during  recording.  The  function  (tape  magnetization  curve)  Is  dependent 
upon  both  tape  and  head  characteristics. 

Premagnetization  of  tape  at  the  saturation  level  and  subsequent 
recording  in  the  opposing  direction  will  result  In  a  tape  premagnetiza¬ 
tion  curve  similar  to  that  of  unpreaagnetlzed  tape  but  with  a  useful 
dynamic  range  approximately  one  and  one-half  times  as  great;  however, 
use  of  premagnetization  precludes  bidirectional  recording. 

Amplitude  errors  at  record  time  can  result  from  a  variation  In  tape 
magnetization  due  to  non-uniformity  of  particle  density,  dispersion 
or  size  in  the  tape  emulsion.  Amplitude  errors  can  also  result  from 
tape  tracking  errors,  tape  to  tape  head  distance  fluctuations  and 
surface  smoothness  variations  along  the  tape. 

Amplitude  errors  can  be  reduced  by  using  a  tape  head  with  a  large 
head  gap,  by  use  of  a  pressure  pad  at  the  tape  head,  and  by  precision 
in  the  guidance  and  positioning  of  the  tape  during  recording,  lhs  use 
of  a  head  with  a  longer  gap  produces  longer  signals  impressed  on  the 
tape  increasing  the  volume  of  oxide  contributing  to  the  recorded  signal 
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tending  to  decrease  errors  due  to  non-:\niformity  of  the  emulsion.  The 
larger  head  gap  also  decreases  the  error  due  to  fluctuations  in  tape  to 
tape  bead  distance,  since  this  is  a  function  of  the  ratio  of  tape  to  tape 
head  distance  and  wave  length.  The  use  of  a  pressure  pad  at  the  record¬ 
ing  head  reduces  error  resulting  from  random  tape  motion  and  surface 
smoothness  variations. 

2.  Playback 

When  recorded  data  is  passed  over  a  suitable  playback  head,  a  voltage 
is  Induced  in  that  head  proportional  to  the  rate  of  change  of  magnetic 
flux  associated  with  the  recorded  pulse.  The  resulting  output  pulse 
doublet  will  have  an  Initial  polarity  corresponding  to  that  of  the 
recorded  pulse  and  its  peak  amplitude  in  that  polarity  will  be  proportional 
to  the  amplitude  of  the  recorded  pulse.  The  overall  recording-playback 
characteristic  curve  is  a  function  of  the  head  and  tape  used  in  recording, 
the  playback  head,  playback  speed,  and  tape  premagnetization  used,  if  any. 
Curves  relevant  to  .'(LABS  recording  system  follow  (Figure  Bi). 


TABLE  B  1 

Characteristic  Curves 


Curve 

Model 

Recording  Head 
(Nortrcnics) 

Cap  Length 
(mils) 

Premagnet- 

izatlon 

System 

1 

i  5651 

0.5 

No 

Drop  Height 

2 

5651 

0.5 

Yes 

Acceleration  ; 

3 

5653 

0.1 

No 

— 

4 

5653 

0.1 

Yes 

T/H/(L) 
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0.1  mil  haad 

»  prtmagnatizad  at  3mJ)  .7 
•no  pramagnatizatlon  W§  **• 

^  roadout 


0.5  mil  haad 

promoflntfixtd  at  JmJ) 
no  pramafnatisatiai  i 


On  lower  part  of  Curve  #1  Is  used  for  the  drop  height  recording 

•7* too  to  toko  advantage  of  Its  similarity  to  o  squaring  eharaotorlstle 

In  this  region.  System  Inputs  art  proportional  to  velocity  and  tbs 

square  of  velocity  Is  proportional  to  drop  height  (h);  therefore,  outputs 

should  he  proportional  to  drop  height.  Tor  edge  and  comer  drops 
2  8  2 

Vx  +•  Vy  ♦  Y#  oh;  therefore,  Indicated  drop  heights  for  separate 
channels  should  he  added  to  yield  resultant  drop  height.  Polarity 
sensing  Is  desired  for  drop  height  and  Input  range  is  only  four  to  one, 
thus  preeagnetlzatlon  Is  not  used,  the  drop  height  system  Is  susceptible 
to  shock-related  scatter  of  data.  The  vide -gap  head  is  used  to  keep  scat¬ 
ter  to  a  minimum. 

Curve  #2  is  used  frca  the  origin  up  to  near  saturation  level  for  the 
acceleration  recording  system.  The  vide -gap  head  Is  used  for  the  shock 
emrlromment,  and  prenagnetizatlon  is  used  vith  special  electronic  lineari¬ 
sation  to  Obtain  a  200  to  1  dynamic  range  while  nlnlnlsing  error  over  the 
entire  range. 

Curve  #3  any  be  used  vlth  systems  that  are  not  subjected  to  shock 
during  the  recording  process.  It  offers  vide  linear  dynamic  range  and 
bipolar  recording  capability. 

Curve  Is  used  for  the  T/h/(l)  recorder  system.  A  narrow-gap 
head  may  be  used  because  this  system  has  little  shock-related  error  and 
the  narrow-gap  yields  a  wider  linear  dynamic  range.  Premsgnetlsation  is 
used  to  extend  that  range  since  the  recording  is  done  In  only  one 
polarity. 
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APPEKDIX  C 


Operation  of  T/H/cL)  Recorder  Electronic  Dmitry 
(Refer  to  drawings  in  Appendix  D,  Figure  D') 

A  time  nark  in  recorded  and  the  tape  advanced  once  each  hour  through 

action  of  the  Accutron  timer.  The  timer  also  Initiates  a  time  delay 
signal  the  trailing  edge  of  which  activates  the  univibrator.  The  uni- 
vibrator  output  energises  the  temperature,  humidity,  and  (if  used)  static 
load  measuring  circuits  with  a  100  msec  +15  v  pulse.  The  outputs  of  these 
circuits  which  are  made  proportional  to  the  environmental  factors  being 
measured  by  utilising  Impedance  changes  of  their  respective  sensors  are 
recorded  on  the  remaining  three  channels  of  the  magnetic  tape.  Action  of 
the  recorder  circuitry  is  delineated  below. 

1.  Timing  Circuit  and  Unlvibrator 

The  timing  channel  records  one  pulse  every  hour.  The  sequence  cf  events 
in  the  timing  channel  is  as  follows  (refer  to  Figure  03a): 

1)  Once  each  hour,  contacts  of  timepiece  close  shorting  point  13  to  14. 

2)  SCR  is  gated  by  current  from  time  delay  circuit  through  resistor  Rl. 

3)  Capacitor  C4  discharges  through  SCR  and  the  parallel  combination  of 
Rll  and  time  channel  of  the  recording  head. 

4)  Current  through  time  channel  puts  timing  mark  on  tape. 

5)  Rapid  drop  in  potential  at  junction  of  SCR  and  C4  pulses  the  digl- 
motor  circuitry  through  C3. 

6)  Diglmotor  circuitry  acts  as  below,  advancing  tape. 

7)  As  C4  discharges,  current  rhrough  SCR  drops  to  low  level  and  SCR 
shuts  off. 

8)  C4  charges. 

9)  Timepiece  contacts  open. 
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10)  After  about  45  seconds  the  output  of  the  time  delay  circuit  jumps 
about  +45  v  producing  a  positive  pulse  at  base  of  Q1  of  the  unlvlbrator 
(Figure  D3e). 

11)  Q1  goes  into  saturation, blealng  the  base  of  Q2. 

12)  Q2  goes  on  delivering  15  v  to  output  point  19  and  momentarily 
through  C2. 

13)  Capacitor  C2  charges  through  R3  and  R5  keeping  Q1  and  thus  Q2  on. 

14)  When  charging  current  has  decayed  sufficiently  (after  approximately 
100  msec)  Q1  drops  out. 

15)  Q2  drops  out,  terminating  output  pulse. 

16)  C2  discharges. 

17)  Timing  circuitry  and  univibrator  are  now  reset. 

2.  Time  Delay  Circuit  (Figure  D3e). 

1)  Timepiece  shorts  point  13  to  14. 

2)  Positive  step  is  coupled  through  capacitor  Cl  to  base  of  Ql. 

3)  Ql  is  driven  on  causing  current  through  R6  and  R5. 

4)  Q2  turns  on. 

5)  Collector  of  Q2  is  coupled  to  timing  circuit,  triggering  SCR.  At 
the  same  time,  Q3  is  turned  on  with  collector  going  to  ground. 

6)  Ql  and  Q3  are  kept  on  by  current  through  R4  and  C2  while  C2  charges 

up. 

7)  When  C2  charges  up  sufficiently  Ql  drops  out  of  saturation  and  Q2 
cannot  supply  enough  current  to  maintain  charge  on  C2. 

8)  C2  discharges  through  R4,  R3,  R8  and  R9. 

9)  When  C2  discharges  sufficiently  Ql  and  Q2  drop  out. 

10)  Q3  drops  out. 

11)  Collector  of  Q3  goes  to  +45  volts  and  is  coupled  to  unlvlbrator 
triggering  it. 
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12)  The  whole  process  tskes  about  45  seconds  as  opposed  to  about  30 
seconds  for  the  timer;  thus  false  triggering  of  the  digimotor  and  the  uni- 
vibrator  is  prevented. 

3.  Digimotor  Circuitry  (tape  advance) 

1)  Timing  circuit  action  results  in  current  through  R5,  Dl,  and  R7 
(Figure  D3a)  biasing  the  base  of  TRH. 

2)  TR2  goes  on,  biasing  TR3.  TR3,  in  turn,  biases  TR4. 

3)  TR4  goes  on,  effectively  grounding  low  side  of  digimotor. 

4)  Capacitor  C2  maintains  bias  on  TR2,  keeping  TR3  and  TR4  on  long 
enough  for  C5  to  discharge  through  the  digimotor. 

5)  When  the  potential  of  C5  drops  sufficiently,  Zener  diode IC  fires, 
biasing  TR1  into  conduction. 

6)  TR1  maintains  +45  volts  at  its  collector,  preventing  further  trig¬ 
gering  until  the  potential  of  C5  has  risen  again  to  nearly  +45  volts. 

7)  Tape  advances. 

8)  When  C2  discharges  sufficiently,  TR2  turns  off. 

9)  TR3,  TR4  turn  off. 

10)  C5  charges. 

11)  TR1  turns  off. 

12)  Digimotor  circuitry  is  now  reset. 

4*  Temperature  Sensor  Circuit 

1)  The  output  of  the  unlvlbrator  (rectangular  pulse  approximately  +15  v 
and  100  msec  long)  is  fed  to  the  temperature  sensor  circuit  (Flgurm  D3d)  from 
point  19. 

2)  Zener  voltage  of  D1  is  applied  to  the  base  of  Ql. 

3)  Ql  turns  on,  producing  regulated  output  pulse  (approximately  6 


volts)  across  Zener  D2 


T-i 


4)  Pulse  Is  applied  across  a  resistance  bridge  Including  the  tem¬ 
perature  sensor  or  equivalent  calibration  resistor  as  a  leg,  the  output 
of  which  Is  fed  to  the  recording  head. 

5.  Humidity  Sensor  Circuit 

1)  The  output  of  the  unlvlbrator  Is  fed  to  the  humidity  sensor  circuit 

(Figure  D3d)  from  point  19* 

2)  Zener  voltage  of  D1  is  applied  to  the  base  of  Q4. 

3)  Q4  turns  on;  producing  regulated  output  pulse  (approximately  6 
volts)  across  Zener  D2. 

4)  Pulse  Is  applied  to  the  base  of  Q1  through  the  humidity  sensor  or 
equivalent  calibration  resistor.  Logarithmic  characteristic  of  diodes 
compensates  for  non-llnearlty  of  sensor  producing  near- linear  relation 
between  voltage  at  base  and  humidity. 

5)  Q1  goes  on,  biasing  Q2  on. 

6)  Q2  turns  Q3  on. 

7)  Recording  head  la  load  for  Q3  and  thus  receives  amplified  signal. 
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Previn** 


Figure  D1  -  tape  Recorder  Aeeembly 
Figure  DB  -  Circuit  Board* 

Figure  D3  -  Schematic* 
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APPENDIX  E 


gnent  Function  Tahl». 


Table  El  -  Dlglmotor  Circuitry 

Table  Eli  -  Timing  Circuitry 
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Preceding  page  blank 


89 


appendix  e 

1 

l  1 

1 

Electronic  Cirr„1trv 

Individual 

Component  Function 

table  e  I 

Diglmotor  Circuitry  (Figure  D3a> 

• 

Deslg. 

Description 

function 

• 

TR1 

Transistor 

Prevents  diglmotor  circuitry  from 

triggering  at  low  voltage  across  C5. 

R4, 

R13 

Resistors 

Biss  elements  for  TR1. 

D  2 

Zener  Diode 
(A. 8  v) 

Establishes  trip  point  of  TR1. 

D1 

Diode 

Prevent.  TR1  fr™  ble.  ft„ 

IKci 

R5, 

R7 

Resistors 

Bias  elements  for  TR2. 

( 

R8, 

CP. 

Resistor,  Capacitor 

Maintain  bias  on  base  of  TR2. 

l 

R6 

Resistor 

Current  limiter. 

TR3, 

TR4 

Transistors 

Provide  discharge  path  for  C5. 

R14, 

R15 

Resistors 

Bias  elements  for  TK3,  TR4. 

C5 

Capacitor 

Current  source  for  diglmotor. 

D3 

Zener  Diode 
(36  v) 

Regulates  voltage  across  diglmotor. 

|  ‘  ’ 

TR2 

Transistor 

Turns  TR3,  TR4  on  and  off. 

] 

I 

Diglmotor 

Rotary  Stepping  Motor 

Indexes  Tape. 

1 1 

1 

1  1 

! 

j 

DO 

l 

■  s 
! 

! 

- — 

■itfuim  m, i  w  m 


. W1UI»  ^.HUF 


TABLE  E  II 

Timing  Circuitry  (Figure  D3a) 


Pgfl&v 

DeecriPtipn 

fawUw 

RIO 

Reeistor 

Eatabliehea,  along  with  time  delay 
output,  gate  current  and  gate  voltage 
for  SCR. 

Timepiece 

Electric  Watch 

Pulaea  gate  once  each  hour. 

Cl 

Capacitor 

Helpa  prevent  nolae  triggering  of  SCR. 

SCR 

Silicon  Controlled 

Rectifier 

Provldea  path  of  dlacharge  for  C4  and 
triggera  diglmotor  circuitry. 

C4 

Capacitor 

Current  aource  for  time  channel. 

Rll 

Realator 

Reducea  dlacharge  time  of  C4. 

R2 

Realator 

Charge  path  for  C4. 

*12,  R3 

Reaiatora 

Voltage  divider. 

C3 

Capacitor 

Olfferentlatea  voltage  atep  at  SCR, 
pulalng  diglmotor  circuitry.  Alao  d.c. 
iaolatea  timing  circuitry  from  advance 
trigger. 

R1 

Realator 

Llmlte  time  delay  trigger  current. 
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TABLE  E  III 


Time  Delay  Circuit  (Figure  D3b) 
Desig.  Description  Function 


Rl, 

R2 

Resistors 

Cl 

Capacitor 

D1 

Diode 

Q1 

Transistor 

R5, 

R6 

Resistors 

Q2 

Transistor 

R4, 

C2 

Resistor,  Capacitor 

R7, 

R8 

Resistors 

RIO 

Resistor 

R9 

Resistor 

Q3 

Transistor 

Rll 

Resistor 

Provide  discharge  path  for  Cl. 

Blocks  d.c.  and  low  frequencies. 

Blocks  negative  pulses. 

Initiates  time  delay  and  maintains  it. 
Bias  elements  fur  Q2. 

Provides  step  to  trigger  SCR. 

Time  delay  elements. 

Current  limiting  for  Q2. 

Establishes  Q3  base  current, 
limits  current  through  Q3. 

Provides  univibrator  trigger. 

Limits  trigger  current  to  SCR. 
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TABLE  E  IV 

Univlbretor  (Figure  D3c) 


Lealg. 

Deacription 

Function 

C3 

Capacitor 

Dlfferentlatea  algnal  and  blocka  d.c 

R6, 

R7,  Dl,  D2 

Resistors,  Diodea 

Preventa  nolae  triggering. 

R8 

Realator 

Eatebllahea  Q1  beae  current. 

Cl 

Capacitor 

Blocka  alowly  varying  Input. 

R4 

Realator 

Initial  Q1  blae  element. 

Q1 

Trenalator 

Initlatea  delay  end  maintains  It. 

Rl, 

R2 

Realatora 

Q2  biaa  elements. 

Q2 

Tranaiator 

Provides  sensing  circuit  algnal. 

R5 

Realator 

Loed  for  Q2. 

C2,  R3 


Capacitor,  Realator 


Time  delay  (pulae  width)  elemcnta 


table  e  V 


Temperature  Sensing  Circuit  (Figure  DM) 


Descriotion 

R1 

Resistor 

D1 

Zener  Diode 

Ql 

Transistor 

RIO 

Resistor 

D2 

Zener  Diode 

R2,  R7 

Resistors 

R8 

Potentiometer 

R3,  R4 

Resistors 

R5,  Rll 

Resistors 

R9 

Potentiometer 

R6 

Resistor 

Limits  D1  current. 

Establishes  bias  on  Ql. 

Establishes  D2  current. 

Limits  current  through  Ql. 

Provides  regulated  pulse  for  bridge. 
Arms  of  bridge. 

Output  offset  adjustment. 

Calibration  resistors. 

Linearises  sensor  characteristic. 
Output  gain  adjustment. 

Limits  current  through  head. 
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TABLE  E  VI 


Humidity  Sensing  Circuit  (Figure  D3e) 


Dfii la* 

R1 

Resistor 

D1 

Zener  Diode 

Q4 

Transistor 

D2 

Zener  Diode 

R2 

Resistor 

R3,  R4 

Resistors 

R14,  D3, 

D4,  D5  Resistor,  Diodes 

Q1 

Transistor 

Cl,  R5 

Capacitor,  Resistor 

R6 

Realstor 

Q2 

Transistor 

Q3 

Translator 

RIO 

Realstor 

R7 

Potentiometer 

R8f  R9 

Resistors 

R13 

Realstor 

Rll 

Potentiometer 

Limit*  current  through  Cl. 

Establishes  bias  on  Q4. 

Establishes  D2  current. 

Provides  amplifier  with  regulated  pulse. 
Limits  current  through  Q4. 

Calibration  resistors. 

Linearise  sensor  characteristic. 
Amplifier  Input  transistor. 

Provides  Initial  Q1  turn-on  path. 

Bias  element. 

Buffer. 

Output  transistor. 

Output  load. 

Output  gain  adjustment. 

Limit  current  at  offset  extremes. 

Limits  current  through  offset  tap. 
Output  offset  adjustment. 
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APPENDIX  F 

Reference  List  of  NLABS  Drawings 


drawing  No. 

Dated 

Titlj; 

02-10-1-296 

11-22-65 

Tape  Reel  Mounting  Assembly 

01-10-1-298 

11-29-64 

Terminal  Board  Assembly  (Tape  Deck) 

01-10-1-299 

12-06-63 

Tape  Head  Mounting  Assembly 

00-10-1-300 

1-10-64 

Potted  Electronic  Assembly 

01-10-1-301 

3-03-04 

Time  Piece  Potting  Assembly 

01-10-1-302 

12-16-04 

Capacitor  Plate  &.  Clamp  Assembly 

01-10-1-303 

2-20-70 

Incremental  Stepping  Motor  Assembly 

01-10-1-305 

3-31-64 

Capacitor 

02-10-1-307 

12-16-64 

Mount  Support  Tape  Gu.!de 

02-10-1-308 

12-23-63 

Wedge 

02-10-1-311 

12-31-63 

Center  Post 

00-10-1-312 

11-26-63 

thrust  Ball  Bearing  Assembly 

01-10-1-313 

11-28-63 

Spur  Gear 

01-10-1-314 

11-22-62 

Tape  Keel 

01-10-1-315 

11-22-63 

Upper  Reel  Retainer 

00-10-1-316 

12-31-63 

Lower  >teel  Retainer  Assembly 

00-10-1-317 

1-02*  .'4 

pier  Heel  Hul.  Vssembly 

01-10-1-318 

i  i 3., 

;i,u'  a‘ ’■)  Sr  i  r » i  Sprint 
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Drawing  Mo. 

00-10-1-319 

3-06-64 

02-10-1-320 

11-26-63 

00-10-1-321 

1-02-63 

01-10-1-322 

11-26-63 

00-10-1-323 

3-06-64 

01-10-1-327 

12-09-63 

01-10-1-328 

12-09-63 

00-10-1-329 

12-09-63 

00-10-1-330 

12-10-63 

01-10-1-331 

12-10-63 

00-10-1-332 

12-11-63 

00-10-1-333 

1-10-64 

00-10-1-334 

1-10-64 

00-10-1-335 

1-10-64 

00-10-1-336 

1-08-63 

01-10-1-338 

Undated 

00-10-1-342 

3-31-64 

00-10-1-343 

12-10-64 

02-10-1-344 

2-20-70 

01-10-1-345 

2-20-70 

00-10-1-515 

2-20-70 

00-10-1-516 

2-20-70 

Title 

8prlc«  Retainer  Disc 
Lower  Reel  Retainer 
Bronze  Bearing 
Upper  Reel  Hub 
Truarc  Ring 

Tape  Head  (4-Channel  Rear  Mount) 

Head  Mounting  Bracket 

Fixed  Tape  Guide 

Tape  Roller 

Tape  Roller  Post 

1 ruarc  Ring 

Potting  Case 

Printed  Circuit  Board  Assembly 
Potting  Compound 
Printed  Circuit  Board 
Time  Piece 

Capacitor  Mounting  Plate 

Capacitor  Clamp 

Motor 

Pinion  Shaft 

Mounting  Plate  Terminal  Board 
Plate 


PjHMlng  No 


gated 


Illls. 


01-10-1-517 

May  72 

Univibrator  1  Time  Delay  Electronic 
Assembly  Potted  Unit 

00-10-1-518 

2-20-70 

Temperature  &  Humidity  Electronic 
Assembly  Potted  Unit 

00-10-1-519 

2-20-70 

Capacitor  Potted  Assembly 

02-10-1-520 

May  72 

Wiring  Diagram  (Temp,  Hum,  +  S.L.) 

01-10-1-521 

May  72 

Schematic  Univibrator 

02-10-1-523 

May  72 

Schematic  Temperature  Sensor 

02-10-1-524 

May  72 

Schematic  Humidity  Sensor 

02-10-1-525 

May  /2 

Schematic,  Motor  and  Time  Circuits 

00-10-1-526 

2-20-70 

Covers  (Top  &  Bottom) 

00-10-1-527 

2-20-70 

Base  Plate 

00-10-1-528 

2-20-70 

Tape  Recorder  Assembly  (Combination) 

10-1-569 

Mar  72 

Spacer 

01-10-1-570 

May  72 

P.C.  Board  Assembly  Univibrator 

Tape  Recorder 

10-1-571 

Mar  72 

P.C.  Board  Assembly  Temperature 
Sensor  Tape  Recorder 

01-10-1-572 

May  72 

P.C.  Board  Assembly  Humidity  Sensor 
Tape  Recorder 

01-10-1-573 

May  72 

Terminal  Board  Wiring  Connections 
Tape  Recorder 

01-10-1-574 

May  72 

Time  Delay  Board 

10-1-578 

Apr  72 

Time  Delay  Schematic 
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